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A 60-year-old man with a dual-chamber implantable cardioverter deﬁbrillator and severe dyspnea on exertion due to apical
hypertrophic cardiomyopathy underwent a septal myectomy and radiofrequency maze procedure. Following the procedure a
persistent delay in atrial sensingwas observed andwas mostlikelya result of iatrogenic conduction delay from right atrial ablation
lines. These observations suggest that atrial conduction properties can be altered during the surgical maze procedure and should
be considered in the diﬀerential diagnosis of sensing or pacing malfunction.
1.CaseDescription
A 60-year-old male with apical variant hypertrophic car-
diomyopathy and history of dual-chamber implantable
cardioverter deﬁbrillator 18 months before, nonsustained
ventricular tachycardia and primary prevention of sudden
cardiacdeathwas admittedwith NewYork Heart Association
class III dyspnea on exertion that was refractory to medical
therapy. He underwent an apical myectomy procedure along
with left and right atrial radiofrequency maze procedures[1]
for treatment of recurrent atrial ﬁbrillation.
Prior to surgery, his dual chamber Medtronic Secura
D224DRGwasinterrogated,andthedeviceandleadfunction
were found to be functioning normally.
The patient underwent successful cardiac surgery. A
deviceinterrogation was performed onpostoperativedayno.
1 while the patient was in atrial ﬁbrillation/ﬂutter, and atrial
lead sensing was observed to be normal. For control of the
atrial ﬁbrillation, amiodarone 400mg P.O. twice daily was
initiated and metoprolol increased from 50mg twice daily to
75mg twice daily.
Two days following the surgery, the rhythm converted
to sinus, and continuous telemetry revealed the following
(Figure 1). The ﬁrst and ninth beats are paced atrial beats
with adequate capture. The pacing spike to the onset of p
wave is prolonged (approximately 80msec) suggesting con-
duction delay from the pacing site to atrial depolarization.
Although a pacing spike is seen prior to the second p wave,
due to the pacing site to atrium conduction delay, a native p
wave emerges before the paced captured p wave could occur.
The fourth beat shows atrial undersensing with an atrial
pacing spike after a native p wave. Atrial undersensing is also
observed on the 6th, 10th, 12th, and 14th beats. Also note
that ventricular safety pacing occurring on beats 4 and 6. 12
lead ECG is shown in Figure 2.
Asubsequentdeviceinterrogationwasperformed.Native
p waves were sensed late, such that atrial sensing occurred
120ms after the p wave occurred. p wave amplitude was
3.1mV (Figure 3). Interestingly, sensing of an atrial pre-
mature complex (APC) was diﬀerent from sinus sensing
in that there appeared to be less conduction delay, likely
representing an origin with a closer location or more direct
conduction pathway to the pacing lead.
Threshold testing was also performed and found to
be normal. A portable chest radiograph was obtained and
accounting for diﬀerences in technique showed no evidence
of atrial lead macrodislodgement compared with preopera-
tive location in the area of the right atrial appendage.2 ISRN Cardiology
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Because pacing requirements were minimal and ventric-
ular pacing, sensing, and deﬁbrillator thresholds adequate,
the device mode was set to VVI at 40bpm to allow for back-
up pacing if needed.
2.Discussion
Considering the recent radiofrequency maze procedure
performed at the time of cardiac surgery, it was determined
that the delayed atrial sensing most likelyoccurred as a result
of surgically created conduction delay from ablation lines
[2]. The right atrial maze procedure in this patient consisted
of an intercaval line, a septal line, and a cavotricuspid
line (Figure 4). Additionally, a horizontal line was made
connecting the superior lateral tricuspid annulus with the
posterior intercaval line [1]. If a pacing lead is placed on
the side of the intercaval line opposite to the sinus node or
inferior to the horizontal line, conduction delay from the
sinus node to the pacing lead can occur and likely resulted
in the observed sensing delay.
Followingthemazeprocedure,thenativepwavetypically
becomes smaller in amplitude, monophasic and has positive
polarity[3].Thereislittledataintheliteraturedescribingthe
eﬀects on the maze procedure on atrial pacing and sensing
function. To the best of our knowledge, this is the ﬁrst report
of sensing delay occurring after a surgical maze procedure.
In the present case, undersensing during sinus rhythm
was most likely due to intermittent intra-atrial conduction
block to the pacing tip [4]. The atrial premature complex
associated with earlier sensing in comparison with the sinus
rhythm could be explained by a more direct conduction
pathway not encountering the linear line of block or delay
[5]. These observations highlight the alteration of atrial
conduction properties that occurs following the surgical
maze procedure and should be considered in the diﬀerential
diagnosis of pacemaker sensing or pacing malfunction. This
occurrence has the potential to result in pacemaker systemISRN Cardiology 3
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Figure 4: Diagram of right atrial maze ablation lines.
malfunction which may necessitate lead revision in some
patients. Attempts to avoid lead isolation by ablation lines
may potentially help to prevent this complication.
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